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CREATH ALCOHOL PROGIAM

MISSOURI DEPARTMENT OF HEALTH , .
\ STATE PUBLIC HEALTH LABORATORY | JUR -3 2003
CM1 INTOXILYZER 5000 MAINTENANCE REPORT

B R a Y
fEeS DTATE [ Saa il
Hdome

Complete this report In duplicata at the timé of tha ragular monthly provantive maintenance check, and whenever instroment
is repaired, Send copy to Departmerit of Health; Retaln orlginal In departiment file,

TNTGRILYZER 5000 GN PATE OF INBPEGTIAN.
66002504 JasCo Metro PD 06-01-2009
LOGATIGN OF INSTRUMENT (GTREET AND CITY) ' TIME OF INSPERTION:
6353 E. Central ~ Gronogo, MO 64855 _ 1509
CHECKLIST "

Place a chock () to the left 6f edch ltem 1f found to be salistactory or il opera'ung'wit'hfn eslablished (imits, (Write in abserved
vaiuss where detarmined.) Unshecked items must bie corrested before uging instrument,
¥} DVMTEST: (350 +.150) 365 — . _

) DIAGNOSTIC CHECK {PRINTOUT ATTACHED) Dass

CHARACTER DISPLAY TEST Pass _

¥ PRINT TEST (PRINTOUT ATTACHED) P38

@ TIME AND DATE Pass

¥} GALIBRATION GHECK — |
Run threo tosls using a standdrd solution. All thrbo testé imust be withln & §% of the standard valu¢ and must

have a spread of 005 or less. Check the box ¢otrésponding ta the standard solutioh being used. (USE CAL. GHECK
MODE) (PRINTOUT ATTACHED)

¥ 0,100% STANDARD — MUST READ BETWEEN 0.095% AND 0.705% INGLUSIVE

3 0.040% STANDARD — MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

{ONLY ONE STANDARD 1S, TO BE USED PER MAINTENANCE REPORT)

TEST 1 096 TeST?2 I 008 TESTS g 008

¥) SIMULATOR YEMPERATURE (34°  avc) 340 - e

@ PERFORM RFI TEST (PRINTOUT ATTACHED) D358

i NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF SUBJECT BREATH TESTS IN EACH
RANGE AS FOLLOWS; (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0  |0-04 I 03-08 0 A0~14 0 as-19 0 Over 19 0

List any naw parls and describa aﬁy gltaratlen or modification (hat was mado to reslore the lns!ruﬁen; to pperata. sallsfactorily and winin
establishoed limits {use other sidn if hecossdry).

Guih Lab .JO  lot# 8280  exp. O8-TT-09

INSPECTING DFFICER
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TO: 15738489139 P.376

JUN-1-2689 83:44P FROM: JASCO METRO PD

®
A@ GUTH LABORATORIES, INC.

830 HORYH 57th STREET & HAﬁRISBURG, PA 17111- 4511 _® TELEPHONE: T17-584-5470

CERTIFICATE OF ANALYSIS
Certified Alcoho] Reference Solution for' Simulator

Random Samples of Lot Number 08280 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1212 percexit
(w/vol) ethyl a.lcohoI. The ei‘ipiration date for this lot’

number is August 11, 2009 at 11:59 pM.

When used in a calibrated Simu!a_to-r, operating at
34°C +/- .2°C, this solution will give a breath alcoho!
analysis instrument reading of 0.10 percent BAC, ‘

The alcohql and water used in this solution were

Ay

‘ " y [
Ted L. “Pauley, Presideht

GUTH LAB ORATORIES, INC.

free of test interfering substances.
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State oftMissouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

SETH ANDREW TALBOTT

is hereby authorized to Instruct and supervise opsrators, train instructors, inspect,
calibrate, perform {leld repairs, and operate the following breath analyzer(s):

INTOXILYZER 5000

for the determination of the alcohollc content of blood from a sample of explred (atveolar)
alr. lssued under the provislons of sections 577.020 through 577.041, RSMo 18886,

Joln § VUathuwssont

Director of Biats Pubtlo Haalth Laboratory

oate __04/27/09
920099

o a201) /%7”[ 4 ‘%’“‘%

Explraa

Director, Depariment of Heallh

MO §80-0771 {7-88) Lab, 4 {(R7-50)



